[Assessment of a hospital bath chair: an ergonomic approach].
A high rate of musculoskeletal disorders in members of the nursing team is observed in the literature. The use of special devices such as the bath chair has reduced the risk of back injuries in these workers and has also provided the patient with greater safety as well as comfort. The aim of the present study was to assess the ergonomic characteristics of a bath chair utilized in a hospital Separate questionnaires were applied for the nurses and the patients. The bath chair accessories presented several ergonomic problems. The perceived physical exertion according to the Borg-CR10 Scale indicated that a high level of exertion was required to manipulate the equipment (8.33).